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Short Report on Bernese R&D 



What you already know 
2 
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What you do not know 
4 

�  We installed the AISIC board in the Argontube 
detector 
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•  Old wire readout 
•  Cold Bernese pre-amps 
•  MicroBooNE pre-amps 
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Induction Mode 

Collection runs with 
old warm and new 
Bernese cold pre-amps 
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Induction Mode 

Collection runs with 
old warm and new 
Bernese cold pre-amps 



8 

Collection Mode 
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Collection Mode 

µ - decay 
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Collection Mode 
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Collection Mode 



Result 
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�  Test of MicroBooNE AISIC in a real TPC 
�  Lifetime O(2-3ms) 
�  Noise level 5-6mV 
�  Very good signal/noise ratio of 10 or better 


